Management of Guidewire Entrapment With Laser Atherectomy.
A 62-year-old man was referred for percutaneous coronary intervention of a severe circumflex lesion. The guidewire became entangled in the previously implanted left anterior descending artery stent. The left main was engaged with a second guide catheter, followed by balloon dilations, various microcatheters, and laser atherectomy. The wire eventually fractured without protruding into the aorta. The circumflex lesion was stented with two stents, followed by left main stenting that covered the fragment. Caution should be used when wiring through stents; wire fracture can be treated with stent implantation, as long as the wire fragment does not protrude into the aorta.